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ALL SWITCHES SHOWN IN COUNTER CLOCKWISE POSITION 


FRACTIONAL CAPACITIES ARE iN MFO 
OTHER CAPACITIES ARE IN MMF, UNLESS NOTED 
k= 1000 

MEG.= 1000,000 

WW = WIRE WOUND 
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